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* old version (brown wire)
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Default address setting for CAN-Bus in case of half-body scales:
Half-body scales 1/2 default 10Hex Half-body scales 3/4 default 11Hex
in case of vertical in case of horizontal in case of vertical in case of horizontal
switch arrangement switch arrangement switch arrangement switch arrangement
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Addresses of further CAN-Bus nodes:
Default address setting for CAN-Bus in case of fever measuring system:
Fever measuring system 1/2 default 20Hex Fever measuring system 3/4 default 21Hex
in case of vertical in case of horizontal in case of vertical in case of horizontal
switch arrangement switch arrangement switch arrangement switch arrangement
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